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1 0300.4 0096.8-0617.0
2 0656.9 0107.3-1672.8
3 0808.2 0267.9-1639.4
4 0327.9 0055.4-0827.1

1 .3756 .1704-0.9218
2 .7405 .5971-0.8840
3 .3199 .4123-2.2275
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1 .0411 .3740r 1.7082
2 .7287 .5470-0.8904
3 .3849 .4353-1.2052
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DATE i 02/24/86
PAGE > 1

REFERENCE VALUE IS CALCULATED FROM TRANSFORMED VARIABLES. SEE NIOSH PAT PROTOCOL FOR DETAILS
OVERALL TOTAL OUTLIERS EQUALS THE NUMBER OF PARTICIPATING LABS N1TH AT LEAST 1 OUT OF 4 FILTERS RATED AS OUTLIERS.
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NATIONAL INSTITUTE FOR OCCUPATION SAFETY AND HEALTH
PROFICIENCY ANALYTICAL TESTING PROGRAM

P A T
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ROUNDS 081 TO 084
OUTLIER TABLE

DATE• 02/24/84
PAGEi 2

LAB NO. OF LABS NO. OF LABS

»

*
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ROUND
LEAD
CADMIUM
ZINC
SILICA
ASBESTOS
SOLVENT 1
SOLVENT 2
SOLVENT J
OVERALL

081 082 085 084 RATING RATED

1 3

MMKN »M*M KXXN XMMM

1234

340
340
339
131
454
341

1234 341
1234 ——— ———

P 54*

RATED NP
035

. 028
037
003
017
030
030

054

LEGEND

—— ROUND DOES NOT HAVE A CONTAMINANT
•LANK ANALYSIS ACCEPTABLE
1 OUTLIER ANALYSIS ON FILTER 1
2 OUTLIER ANALYSIS ON FILTER 2
3 OUTLIER ANALYSIS ON FILTER 3
4 OUTLIER ANALYSIS ON FILTER 4
K ANALYSIS NOT PERFORMED OR NOT RATED
P ANALYSIS PROFICIENT
NP X ANALYSIS RATED NON-PROFICIENT

X CONSECUTIVE TIMES
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